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Abstract 

Introduction: Erythrocyte sedimentation rate (ESR) remains as one of the most reliable tests in clinical practices. 

Yet its use is time consuming and requires a large blood sample. The aim of this study was assessing a faster and 

reliable method of ESR estimation. Methods: An ESR estimation method was described and performed on 108 

patients using capillary tube (micro ESR) and capillary peripheral blood. Micro ESR results at different intervals 

were measured and compared with Westergren ESR (conventional ESR) estimation by Pearson and Spearman’s 

coefficients. A regression equation was derived to predict conventional ESR values based on micro ESR results. The 

agreement of two measurements was demonstrated using the Bland-Altman plot. Results: Micro ESR results at 20 

minutes showed the earliest close correlation with conventional ESR results at one hour (r = 0.987). The presented 

regression equation was able to closely predict ESR values (r2 = 0.974) and the Bland-Altman plot showed an ac-

ceptable agreement between converted and conventional ESR measurements. Conclusion: Using capillary tube 

and capillary blood sample (micro ESR) appears to be a faster, cheaper, more reliable, and precise tool for ESR 

measurement in the ED. The results have acceptable correlation with conventional ESR, especially at 20 minutes of 

measurement. 
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Introduction: 
rythrocyte Sedimentation Rate (ESR) is one of the 
most commonly requested laboratory tests pre-
scribed by physicians (1). Its rate is dependent on 

various physiologic and pathologic factors including he-
moglobin concentration, ratio of plasma proteins, serum 
lipid concentration, and plasma pH (2). This limitation 
has not yet reduced the use of this test in different clini-
cal settings. It is still often used to indicate disease sever-
ity and disease dynamic. In the emergency department 
(ED), ESR determination is an important part of critical 
and emergent diagnoses such as giant cell arteritis (GCA) 
and takes as an essential base for patient disposition in 
those with rheumatologic conditions (3). Furthermore, 
the role of ESR in clinical decision-making of non-emer-
gent conditions has been reestablished in different set-

tings including rheumatologic, hematologic, and even or-
thopedics (4-7). 
Although Fahraeus and Westergren are often credited 
for the introduction of ESR and its clinical implications 
(8, 9), the test was originally described by Biernacki in 
Poland about a couple of decades before (10). It calcu-
lates the rate of sedimentation for red blood cells (RBC) 
within a 200 mm vertical tube of anticoagulated blood. 
Blood containing an anticoagulant remains as suspen-
sion for a relatively long time due to negative electrical 
charges on RBC surfaces (11).  
The process of erythrocyte sedimentation is described in 
three phases: aggregation, precipitation, and packing; 
aggregation is the most influential phase in determining 
the outcome of the test (12). There are two main factors, 
which may influence the aggregation process: high mo-
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lecular weight components of the plasma and RBC struc-
ture. Normally, RBCs have negative charges and repel 
each other; while, many plasma proteins have positive 
charges and neutralize the surface charges of erythro-
cytes, which promote the aggregation. Therefore, an in-
crease in plasma proteins will be associated with higher 
ESR. The relative contribution of plasma proteins to ag-
gregation on a scale of 10 is 10 for fibrinogen, five for 
beta-globulin, 2 for alpha-globulin, 2 for gamma-globu-
lin, and 1 for albumin. On the other hand, ESR is directly 
proportionate to the mass of erythrocyte, but inversely 
related to the area of its surface. Macrocytes sediment 
more rapidly than normal cells and microcytes (11). The 
Westergren method for ESR estimation is simple and rel-
atively cheap, but time-consuming and requires a rela-
tively large volume of blood (12). Newer versions of ESR 
estimation have been proposed throughout the years 
and aimed to reduce its shortcomings while keeping its 
benefits (2, 13, 14). One of these flaws, especially in the 
emergency setting, is that the test requires at least 60 
minutes, before it can be reported. An alternative 
method of ESR estimation, which has been first de-
scribed by Stuart et al. (1974), is micro-ESR method, 
which uses capillary tube and capillary blood sample. It 
is observed that despite its shorter time requirement 
and no need for venipuncture, the results of this method 
are closely correlated with that of Westergren ESR. How-
ever, this method is not a routinely used in the ED. There-
fore, the present study aimed to assess the validity of this 
old method for applying in emergency settings. 
Methods: 
Study design and setting 
This was a cross-sectional study of patients’ required 
ESR analysis at Shohadaye Tajrish Hospital, Tehran, Iran. 
All patients requiring ESR evaluation, according to treat-
ing physician’s order, were included. In a one-month pe-
riod, 108 patients were studied. All patients were asked 
to give an informed verbal consent. The study design was 
approved by the ethical committee of Shahid Beheshti 
University of Medical Sciences. 
Procedure 

For all participants ESR measuring was performed us-
ing both micro (Capillary tube) and conventional 
(Westergren) methods, simultaneously (8). Micro 
method was performed by the same researcher for all 
patients, while conventional method was conducted 
by laboratory technicians. The two sides were blinded 
to the result of the alternative technique. Since one of 
the study goals was finding the shortest time that has 
acceptable correlation with the findings of conven-
tional method after 60 minutes, micro ESR results 
were documented at 10, 15, 20, 25, 30, 40, 50, and 60 
minutes. In conventional method, at the time of sam-
pling, 1.6 cc of patient’s whole blood was gently mixed 
with 0.4 cc of 3.8% sodium citrate. Then the anticoag-
ulated blood was sucked into a glass Westergren pi-
pette, placed into a stand, and fixed in vertical position 
for one hour. The sedimentation rate was estimated 
by measuring the column of serum at the top of the 
tube, based on millimeter per hour. 
The required equipment for micro technique is listed 
in Table1. First, a drop of sodium citrate was put on a 
clean slide using a dropper. The patient’s fingertip was 
cleaned with an antiseptic agent; and punched using a 
lancet. The fingertip was held over the slide until four 
drops of blood were collected. Care was taken in not 
touching the slide with the finger so that full drops 
were collected and the 4:1 ratio between blood and 
sodium citrate was maintained. In case of failing to 
provide 4 drops, the finger was milked distally until 
the desired numbers of drops were collected. The col-
lected blood was then gently mixed with the citrate on 
the slide using a plastic probe. Then a 7.5-centimeter 
capillary tube was placed on the slide immediately 
with a 30 to 45 degree angle. The tubes used, were 
heparin-free micro hematocrit tubes with an internal 
diameter of 1.2 millimeter (15, 16). The blood then 
rose into the tube due to capillary rise properties. If 
this fails to occur, the tube should be further lowered 
to smaller angle, while care should be taken to prevent 
entering air bobbles to the tube. After 7 centimeter 
rising in the tube, a finger was placed over the top end 
of the capillary tube to prevent further rise. The tube 
was then repositioned perpendicularly and placed 
into a standard micro-hematocrit seal paste in order 
to hold the tube in the desired vertical position. Bury-
ing 3 to 4 millimeter of the capillary bottom of the tube 
into the paste causes a further 1 to 2 millimeter rise in 
the column of blood. This was utter importance that 
the blood did not overflow. The tube should be fixed 
in a 90-degree angle to the surface, away from any vi-
brations. The level of blood was marked on the tube 
and then the rate of sedimentation within the tube 
documented at previously determined intervals, 
based on millimeter per hour.  
Statistical analysis 

Table 1: Required equipment for capillary tube method of 
ESR measurement (micro ESR) 

Lancet 
Sodium citrate  
Dropper 
Laboratory slide 
Micro hematocrit capillary tubes  
Antiseptic solution 
Special rack with paste to hold capillary tubes in place 
Ruler 
Stopwatch 
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The Data were analyzed using SPSS version 21.0 soft-
ware. The correlation between micro ESR rates at differ-
ent intervals (at 10, 15, 20, 25, 30, 40, 50, and 60 
minutes) were compared with results of conventional 
method, as the gold standard, with Pearson and Spear-
man correlation method. A regression model was ap-
plied to calculate a formula for the conversion of the re-
sult of micro ESR values at the time of best correlation 
with conventional method. The micro ESR values were 
converted through this formula and then checked for 
having agreement with the gold standard using a Bland-
Altman plot. In order to compare the variations between 
results, the coefficient of variation was calculated in both 
methods.  
Results: 
Overall, 108 patients were included (56.2% male). Pa-
tients had age range from 18 to 89 years. The earliest sig-
nificant correlation was seen at 20 minutes with a re-
markable correlation by Pearson’s method (r = 0.987, p 
< 0.001). Figure 1 shows the scatter plot of micro ESR 
values at 20 minutes and corresponding conventional 
ESR values. Since micro ESR and conventional ESR have 
different ranges of results, a regression equation was de-
rived to predict conventional ESR values from micro ESR 
values at 20 minutes as follows: Conventional ESR values 
= 2.819 × micro ESR values at 20 minutes + 1.346 (r2 = 
0.974). The Bland-Altman plot shows the agreement rate 
of converted results with conventional ESR values. This 
plot showed an acceptable agreement between the two 
values. It also showed better agreement at lower values 
of ESR (Figure 2). The coefficient of variation for conven-
tional ESR and converted micro ESR results were 80% 
and 79%, respectively. 

 
Figure 1: Scatter plot of the result of micro ESR and conven-
tional methods at 1 hour (p < 0.001). ESR: Erythrocyte sedi-
mentation rate; CT-ESR 20 min: The value of ESR in 20 minutes 
in Capillary tube method ESR measurement (micro ESR). 
 

Figure 2: Bland-Altman plot for assessment of agreement rate 
between the mean measurements of conventional ESR and 
converted micro ESR at different ESR values. 

 
Discussion: 
The study results showed that micro ESR at 20 minutes 
had the earliest significant correlation with conventional 
ESR, which means that micro ESR results can be success-
fully interpreted after this time; thus, it can reduce the 
report time to a third of that in conventional ESR 
method. Furthermore, it was shown that accurate esti-
mations of the conventional ESR could be made through 
correcting micro ESR measurements at 20 minutes by a 
simple formula presented here. This is helpful in situa-
tions where the clinician makes a decision based on pre-
vious measurements of recognized quantitative ESR. The 
correlation seen between the results of micro ESR and 
conventional ESR was proved excellent in this group of 
patients. ESR determination is one of the most basic tests 
performed in diagnostic laboratories. Its result has great 
importance for some critical diagnoses such as giant cell 
arteritis in the ED. It also takes as an important index in 
the management and disposition of patients with rheu-
matologic conditions as well as integral part of clinical 
decision-making for a wide range of medical conditions. 
However, the conventional method of Westergren, sug-
gested by the International Committee for Standardiza-
tion in Hematology as the standard procedure (17), is 
time consuming and requires a relatively large volume of 
patient’s blood. This is especially cumbersome for criti-
cally ill patients requiring multiple samplings, infants, 
and neonates. It has been suggested that removal of 1 
milliliter of blood from a 1,000 gram infant is estimated 
to be equivalent to removing 70 milliliter from the aver-
age adult (13). Therefore, a faster but reliable test can 
greatly help in timely clinical decision making, while a 
simpler method of sample collection will be welcomed 
by both patients and clinicians. The conventional ESR 
method requires at least 1 hour of sedimentation. Here, 
we assessed a faster method of estimating ESR by means 
of capillary tubes and peripheral capillary blood. This 

0 10 20 30 40

0

20

40

60

80

100

120

CT-ESR 20min

C
o

n
v
e

n
ti
o

n
a

l 
E

S
R

Micro ESR measures 

0 20 40 60 80 100 120 140

-20

-15

-10

-5

0

5

10

15

20

Mean of Conventional ESR and Correction

C
o

n
v
e

n
ti
o

n
a

l 
E

S
R

 -
 C

o
rr

e
c
ti
o

n

Mean

-0.0

-1.96 SD

-8.4

+1.96 SD

8.4

Mean of measurements with two methods 

D
if

fe
re

n
ce

 o
f 

m
e

as
u

re
m

e
n

ts
 b

e
tw

e
e

n
 t

w
o

 

m
e

th
o

d
s 



  
  

   This open-access article distributed under the terms of the Creative Commons Attribution NonCommercial 3.0 License (CC BY-NC 3.0). 
Copyright © 2015 Shahid Beheshti University of Medical Sciences. All rights reserved. Downloaded from: www.jemerg.com 

 

53 Emergency (2015); 3 (2): 50-53 

was not the first time capillary blood and micro tubes 
used for the ESR estimation (18, 19); but, to our 
knowledge, this was the first time that such a small sam-
ple of capillary blood was applied. When the results were 
converted by the formula presented here, the results dis-
played a close agreement with that of conventional ESR. 
It seems that performing ESR using capillary tubes and 
capillary blood may be a reliable substitute for conven-
tional ESR measurement. Furthermore, alongside its 
time saving and diagnostic accuracy, the method de-
scribed here does not require venipuncture, requires 
less blood, less sophisticated equipment, and is more 
economical. All of these features in different parts such 
as screening, diagnosis, and follow up of the disease turn 
it to a more desirable and cost-effective alternative to the 
conventional method proposed by Westergren. Larger 
studies with wider range of patients will be required in 
the future to reaffirm the finding of this study. 
Limitations 
Although this study reveals a significant correlation be-
tween the proposed method and conventional ESR, its 
limitations should be taken into consideration. No strict 
inclusion or exclusion criteria were implemented here. 
In other words, no effort was made to gather abnormal 
results. Therefore, the majority of results were in normal 
limitations and fewer data in the extremes (where 
greater discrepancy might be expected) were available. 
Moreover, the new method of micro ESR is carried out 
only once on each patient and therefore the reproduci-
bility of the results is not clear. Nevertheless, the impres-
sive correlation and agreement of micro ESR with con-
ventional ESR in a wide range of patients paves the way 
for assessment of its reproducibility and validity in ex-
treme outcome of future studies. 
Conclusion: 
Using capillary tube and capillary blood sample (micro 
ESR) appears to be a faster, cheaper, more reliable, and 
precise tool for ESR measurement in the ED. The results 
have acceptable correlation with conventional ESR, es-
pecially at 20 minutes of measurement. 
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